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MEMORANDUM FOR AMC/A5QF

FROM:  WR-ALC/GRS

SUBJECT:  Safe-To-Fly (STF) Recommendation for the Verathon Ranger Glidescope Video 
Laryngoscope System.

1. Based on the review of the Final Report No. FY10.000 dated 11 August 2010, the Verathon 
Ranger Glidescope Video Laryngoscope System, Safe-to-Fly Certification is granted. The Verathon 
Ranger Glidescope Video Laryngoscope System will not cause adverse effects to the patient, 
aircrew, or aircraft when used and maintained, by qualified personnel, in accordance with 
manufacturer guidelines.

2. The Verathon Ranger Glidescope Video Laryngoscope System is suitable for use on the C-5 with 
the following limitations. 

a. The Glidescope Ranger System shall be operated on battery power only.

3.  The Verathon Ranger Glidescope Video Laryngoscope System is suitable for use on the C-5.
Final airworthiness for the Verathon Ranger Glidescope Video Laryngoscope System is granted.

 




